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VECTOR  ELECTRIC  FIELDS  MEASURED  IN  A  LIGHTNING  ENVIRONMENT 


[BACKGROUND 

^  The  lack  of  reliable  quantitative  data  on  lightning 

s  strikes  to  an  aircraft  in  flight  prompt ed  the  creation  of  the 

Direct  Strike  project,  a  joint  effort  of  the  USAF/FDL,  FAA/ACT, 

NRL,  and  NASA/KSC  with  French  participation  by  ONERA  as  well. 

I 

1  An  FAA  research  aircraft,  a  Convair  CV-580,  N-49,  was  hardened 

I  for  lightning  exposure  and  instrumented  to  measure  and  record 


electric  field,  field  derivative,  strike  current,  current  flow 
in  the  skin  of  the  aircraft,  and  turbulence.  These 

installations  and  participants  are  shown  in  the  table  below, 
and  a  more  detailed  discussion  is  provided  by  Rasch  and  Glynn 
(1985)  . 

DIRECT  STRIKE  PROJECT  ORGANIZATION 


AGENCY 

FAA/ACT 


AFWl/FDl 


NRL 


PARTICIPANTS 

N.  Rasch 
M.  Glynn 
D.  Lawrence 
J.  Terry 


P.  Rustan 
H.  Burket 
J.  Reazer  (T/SSI) 


R.  Anderson 
J.  Bailey 


MEASUREMENTS 

Provision  of  CV-580  aircraft 
Aircraft  modification  and 
installation 

Turbulence  (vertical)  meas¬ 
urement 

Pilots  and  maintenance 

Direct  current  shunts 
field  change  (D) 

Surface  current  change  (B) 
Photography  of  aircraft 
surface 

Vector  electric  field 
Aircraft  electric  potential 
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ONERA 

P.  Laroche 

Five  electric  field  meters 

J.  P.  Moreau 

Surface  current  change  (1 

sensor) 

Field  Change  (1  sensor) 

NASA/KSC 

Aircraft  refueling 

USAF/CCAFS 

Radar  tracking 

Aircraft  controller 

This  aircraft  is  shown  in  Figure  1.  There  were  two  primary 
objectives  in  the  program.  First,  the  characteristics  of 
lightning  which  strikes  an  aircraft  in  flight  were  unknown, 
with  lightning  specifications  of  necessity  inferred  from  a  few 
ground  measurements;  hence,  the  current,  energy,  and  waveform 
of  lightning  attachment  to  aircraft  were  needed  for  the 
development  of  realistic  standards.  Second,  the  statistical 

fact  that  aircraft  in  flight  are  far  more  likely  to  be  struck 
than  the  same  aircraft  on  the  ground  leads  to  the  hypothesis 

that  a  triggering  process  exists  in  which  the  aircraft  in 
flight  induces  strikes  which  otherwise  would  not  have  occurred. 
Therefore  the  second  primary  objective  of  the  program  was  to 
obtain  data  in  the  immediate  pre-  and  post-strike  period  with 
which  to  assess  this  triggering  hypothesis.  This  report  is 
presented  as  a  catalog  of  available  observations  from  the  1985 
campaign  for  the  use  of  co-workers  in  the  field.  Consequently, 
analysis  and  conclusions  are  not  presented  here  but  will  appear 
in  subsequent  reports. 

INSTALLATION 

The  measurement  of  an  ambient  vector  field  from  an  iso¬ 
lated  vehicle  such  as  an  aircraft  requires  that  four  indepen¬ 
dent  unknowns  be  determined.  In  addition  to  the  three  spatial 


components  of  the  field,  the  vehicle  net  charge  (or 
equivalently  Its  voltage)  is  an  unknown  which  affects  all  field 
measurements  made  on  the  aircraft.  Consequently  at  least  four 
field  meters  are  required  in  a  complete  installation.  There 
are  geometric  considerations  which  can  define  optimum  sites  for 
field  meter  locations  (see  companion  report,  Bailey  and 
Anderson).  These  optimum  locations  are  not  readily 
determinable,  however,  and  may  not  be  physically  viable  for  a 
field  meter  Installation.  The  four  meters  therefore  were  in¬ 
stalled  at  positions  as  near  as  possible  to  reasonable  esti¬ 
mates  of  the  optimum  locations.  These  positions  were  on  the 
two  wing  tips  (P  and  S),  the  belly  centerline  near  the  nose 
(F),  and  the  belly  centerline  near  the  tail  (T)  as  indicated  In 

Figure  2.  Details  of  the  meters  and  the  data  recording  system 
are  given  in  the  companion  report.  A  typical  wing  tip  installa¬ 
tion  Is  shown  in  Figure  3,  and  the  vector  coordinate  system 
attached  to  the  aircraft  is  seen  in  Figure  4.  The  calibration 
of  the  aircraft  geometry  and  the  separation  of  the  vector 
components  Is  described  in  the  companion  report.  The  result  of 
this  work  is  the  calibration  matrix: 

Ex  *  .0086  Ep  +.0086  Es  +.181  Ef  -.212  Et 

Ey  *  .019  Ep  -.019  Es 

Ez  «  .024  Ep  +.024  Ep  -.168  Ef  -.080  Et 

V  *  .352  Ep  +.352  Es  -.065  Ef  +.076  Et 

where  Ex,  Ey,  Ez  and  the  vector  components  of  the  external 
field  in  the  coordinate  system  of  Figure  3,  V  is  the  aircraft 


potential,  and  Ep,  Es,  Ef,  Et  are  the  fields  in  units  of  volts 
per  meter  at  the  meter  location. 

The  fields  measured  at  the  four  meters  are  plotted  in 
Figures  5-35.  The  sign  convention  is  that  of  classical  physics 
(E  »  -grad  V)  where  a  positive  field  is  the  result  of  net 
positive  surface  charge  density  on  the  aircraft  skin  at  the 
meter  location.  Ten  seconds  of  data  are  shown  in  each  figure, 
and  the  exact  time  of  the  center  is  given  at  the  top.  In  most 
cases  the  lightning  strike  is  exactly  at  this  center,  but  there 
are  a  few  in  which  this  is  not  true.  In  these  cases  the 
lightning  leaves  an  unmistakeable  signature;  so  there  is  no 
ambiguity.  Gaps  in  the  plots  represent  fields  which  were 
outside  of  the  linear  operating  range  of  the  instruments. 
These  direct  field  values  are  used  as  inputs  to  the  calibration 
matrix,  they  are  useful  for  triggering  analysis  by  showing  the 
actual  field  at  specific  locations,  and  they  are  useful  in 
assessment  of  system  operation. 

The  next  group  of  thirty  figures  (Figures  36-65)  show  the 
cartesian  field  vector  components  and  the  aircraft  potential 
relative  to  its  environment.  Only  thirty  are  given  because  the 
meter  at  the  starboard  wing  tip  failed  during  the  flight  of  29 
June.  The  polarities  of  the  field  components  are  in  accordance 
with  the  coordinate  axes  shown  in  figure  4  where  the  positive 
x,  y,  and  z  axes  are  forward,  left,  and  upward.  The  time  axes 
are  identical  to  the  first  set  of  curves.  As  mentioned  in  the 
companion  report,  the  aircraft  potential  is  shown  in  preference 
to  charge  since  it  is  more  accurately  known  and  is  equally 


The  final  set  of  curves  (Figures  66-95),  show  the  vector 
field  in  the  angular  azimuth-elevation-magnitude  coordinate 
system  defined  in  Figure  4.  It  should  be  noted  that  this  is 
not  a  standard  polar  spherical  system,  but  it  is  chosen  to 
facilitate  interpretation.  Initial  anaysis  indicates  that  this 
presentation,  by  giving  the  field  as  magnitude  and  direction, 
is  more  easily  interpreted  in  a  search  for  evidence  of 
tri ggering . 

CONCLUSIONS 

There  are  31  occasions  on  which  lightning  was  known  to 
strike  the  aircraft  during  the  1985  campaign.  Some  data  is 
available  for  each  of  these  events.  It  was  found  that  data 
quality  improved  as  experience  was  obtained  and  appropriate 
operating  conditions  were  experimental  ly  determined.  The  in¬ 
strument  system  demonstrated  a  high  level  of  reliability  with 
only  one  sensor  failure  in  the  entire  period. 

The  accuracy  of  the  data  depends  on  direction  and  on  the 
ratio  of  vehicle  charge  to  field.  Analysis  indicated  that  the 
worst  case  error  is  of  the  order  + / - 2 0 %  with  many  values  (most 
notably  the  y  component)  much  better  than  this.  A  detailed 
error  analysis  is  contained  in  the  companion  report.  Work  on 
analysis  of  this  data  is  continuing;  so  further  conclusions 
including  an  assessment  of  the  triggering  hypothesis  will 
appear  in  subsequent  reports. 
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Photograph  of  CV-580  aircraft 


OVOLTS  PER  METER 


R  METER 


TTTTTTT 


KILOVOLTS  PER  METER 


JUNE2685L3 


2055 : 24 . 46 


—3  00  fE 


250  p- 

F 

T 


-250^ 


SECONDS 


Fig.  9  —  Field  values  at  Port,  Starboard,  Forward,  and  Tail  meters 
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Fig.  10  —  Field  values  at  Port,  Starboard,  Forward,  and  Tail  meters 
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Fig.  13  —  Field  values  at  Port,  Starboard,  Forward,  and  Tail  meters 
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Fig.  17  —  Field  values  at  Port,  Starboard,  Forward,  and  Tail  meters 
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Fig.  37  —  Cartesian  vector  field  and  aircraft  potential 
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Fig.  40  —  Cartesian  vector  field  and  aircraft  potential 
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Fig.  47  —  Cartesian  vector  field  and  aircraft  potential 


LOVOLTS  KILOVOLTS  PER  METER 


KILOVOLTS  PER  METER 


KILOVOLTS  PER  METER 


JULY2  6  8  5  L5 


232 1:20.91 


-100 


I _  400 n 


j  ii  Ay 


SECONDS 


Fig.  54  —  Cartesian  vector  field  and  aircraft  potential 
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Cartesian  vector  field  and  aircraft  potential 
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Fig.  60  —  Cartesian  vector  field  and  aircraft  potential 
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Fig.  62  —  Cartesian  vector  field  and  aircraft  potential 


Ez  ~=\ 

q 

1 


IJJJilJJJJ 


KILOVO 


KILOVOLTS  PER  METER 


RUG3085L2 


2234 : 42 .74 


0 


r*  ry  _ 


CO 

| —  400^ 


4 

-3 


iW>w 


JUNE2685L3 


2040:29 . 7 1 


w. 


LL 


KV  PER  METER 


KILOVOL  TS  t  t  EV-  lit  i.  HZIMUTH  -  DEG  KV  PER  METER 


n*rWmnn.'wv«  t rvi  rw.TI *U WWW]!  K¥U  TTJ  JJT  J.  JPV  VJWV  IT J  WHIV  VVFV  JHI  ITM ITSOHJ JWITtfjryJVJrB  WLLWM 


JULY  1 5  8  5L7 


1738 : 44 . 06 


32  j — 

\~ 

3r 


r 

r 

r 

-520  j — 


: 

!  h 

'  V 


*  ii>__ 


i 


SECONDS 

Fig.  76  —  Vector  Held  magnitude,  azimuth,  and  elevation  with  aircraft  potential 
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